Introduction {#sec0005}
============

Since the first reported cases in December 2019, the rapidly emerging severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2) pandemic has been causing tremendous public health challenges worldwide ([@bib0060]). Timely detection and isolation of cases and their contacts are considered crucial to help curtail this unprecedented pandemic ([@bib0045]). This strategy relies on robust, rapid, and easy-to-perform diagnostic tools that can be used to test large numbers of samples in a short period of time. To date, the recommended diagnostic method for SARS-CoV-2 infection (known as coronavirus disease 2019 (COVID-19)) is real-time reverse-transcription PCR (RT-PCR), which was introduced in January 2020 ([@bib0020]) and is now applied using World Health Organization (WHO) or US Centers for Disease Control and Prevention (CDC) protocols ([@bib0065], [@bib0005]b), as well as various commercial assays ([@bib0040]).

The enormous gap between the large number of patients/contacts and the laboratory capacities to perform RT-PCR in a timely manner is a major limitation of current public health containment strategies ([@bib0070]). Therefore, there is a critical demand for alternative assays such as antigen detection tests, which, in contrast to antibody tests, can detect the presence of the virus itself in respiratory samples ([@bib0070]). Tests detecting SARS-CoV-2-specific antigen have recently been developed and many of them are now commercially available ([@bib0040]). However, the real-world performance of these assays is uncertain and their validation is therefore of high priority ([@bib0030]). Other options include serological tests, but due to their diagnostic limitations in early infections, these tests are currently not recommended for case detection ([@bib0070], [@bib0030]). Among possible test formats, rapid diagnostic tests (RDTs) should be prioritized, since they are timely, easy to perform, and can serve as point-of-care testing ([@bib0050]). This study was performed to evaluate a novel antigen-based RDT for the detection of SARS-CoV-2 in respiratory specimens from suspected COVID-19 cases.

Materials and methods {#sec0010}
=====================

A study of the diagnostic accuracy of a rapid SARS-CoV-2 antigen detection test compared to RT-PCR was conducted. Samples were derived from patients with respiratory symptoms and/or fever and an epidemiological risk factor for SARS-CoV-2 infection (travel or contact with a case), attending Clínica Alemana, a private medical centre in Santiago, Chile ([@bib0055]), during the first weeks of the outbreak in Chile. Specimens were obtained by trained personnel in a newly created 'respiratory emergency room' at the hospital and consisted of a nasopharyngeal (NP) and an oropharyngeal swab (OP), which were placed together in a 3-ml tube of universal transport medium (UTM-RT System; Copan Diagnostics, Murrieta, CA, USA).

The samples were initially examined for SARS-CoV-2 by COVID-19 Genesig Real-Time PCR assay (Primerdesign Ltd, Chandler's Ford, UK) after RNA extraction with the MagNA Pure Compact System (Roche Molecular Systems Inc., Pleasanton, CA, USA). The Primerdesign RT-PCR was the first European SARS-CoV-2 assay that was commercialized; it has received US Food and Drug Administration (FDA) Emergency Use Authorization (EUA) and is among the WHO Emergency Use Listing (EUL) tests eligible for procurement (<https://www.who.int/diagnostics>\_laboratory/eual/listing/en). The assay includes a positive control template and an RNA internal extraction control. Its target gene is the RNA-dependent RNA polymerase (RdRP); the detection limit reported by the manufacturer is 0.58 copies/μl. Samples showing an exponential growth curve and a cycle threshold (Ct) value ≤40 were considered as positive.

PCR characterized samples (UTM with swabs) were kept at 4 °C and tested within 48 hours with the Bioeasy 2019-Novel Coronavirus (2019-nCoV) Fluorescence Antigen Rapid Test Kit (fluorescence immunochromatographic assay) (Bioeasy Biotechnology Co., Shenzhen, China; catalogue No. YRLF04401025, lot No. 2002N408), which detects SARS-CoV-2 nucleocapsid protein by lateral flow technique. The test uses europium-labelled chicken anti-SARS-CoV-2 IgY antibodies for primary binding and mouse anti-SARS-CoV-2 antibodies for capture; goat anti-chicken IgY antibodies are used for the internal control ([@bib0025]).

The manufacturer's instructions for use recommend direct testing from OP or NP swabs as well as sputum. Our approach using UTM was chosen since it permitted the rapid evaluation of a large number of previously RT-PCR characterized clinical samples. For this procedure, the manufacturer permitted the application of 100 μl of UTM directly into the cassette (Peter Zhong, personal communication).

Positive and negative samples were selected by convenience among the 1453 respiratory specimens processed for SARS-CoV-2 in the clinical laboratory during the study period (March 16--21, 2020). Due to the shortage of available test kits, a 2:1 distribution of positive to negative samples was chosen. The technician performing the RDT was blinded to the RT-PCR results.

The UTM tubes were first vortexed for 20 seconds, then 100 μl of the UTM solution was placed into the sample port of the cassette. This was then incubated at room temperature for 10 minutes and then placed into the fluorescence immunoassay analyser EASY-11 (Bioeasy Biotechnology Co.). The instrument automatically delivers a positive or negative qualitative result with a detection limit of 0.005 ng/ml, according to the manufacturer. All test procedures except the reading of the cassette were performed under a BSL2 cabinet.

Results of the RDT were compared to those of RT-PCR as the reference method. For samples with discordant result, tests were repeated. The demographic and clinical data were obtained from the mandatory national COVID-19 notification forms and were analysed in an anonymized manner. Statistical analysis considered the calculation of sensitivity, specificity, diagnostic accuracy, and Kappa coefficient using standard formulae, and Wilson score confidence interval (CI) at 95% (OpenEpi version 3.01). Test performance was analysed as recommended by current Clinical and Laboratory Standards Institute (CLSI) guidelines ([@bib0015]). Sensitivity was further analysed for certain subgroups such as sex, days of symptoms at sampling, and RT-PCR Ct values.

Test kits used for this evaluation were bought from the local distributor using funds for routine diagnostics of the Clinical Laboratory of Clínica Alemana. The study was approved by the local institutional review board (Comité Etico Científico, Facultad de Medicina Clínica Alemana, Universidad del Desarrollo, Santiago, Chile) and the need for informed consent was waived.

Results {#sec0015}
=======

A total of 127 samples were included. Of these, 82 were RT-PCR-positive for SARS-CoV-2 RNA, representing 61% of total positive samples during the study period; 45 samples were RT-PCR-negative. Among the tested cases, 53.5% were male and the median age was 38 years. Most samples were taken during the initial phase of the disease, with a median duration of symptoms of 2 days (interquartile range (IQR) 1--4 days) ([Table 1](#tbl0005){ref-type="table"} ). The median Ct value of RT-PCR-positive samples was 17.7 (IQR 14.2--25.1) ([Table 1](#tbl0005){ref-type="table"}).Table 1Demographic, clinical, and laboratory features of included cases; data represent absolute numbers (%).Table 1AllPCR-positivePCR-negativeTotal1278245SexMale68 (53.5)44 (53.7)24 (53.3)Female59 (46.5)38 (46.3)21 (46.7)Age (years)Median383838IQR29.5--4431--46.329--44Range1--911--732--910--1716 (12.6)11 (13.4)5 (11.1)18--59102 (80.3)66 (80.5)36 (80.0)≥609 (7.1)5 (6.1)4 (8.9)Days post symptom onset[a](#tblfn0005){ref-type="table-fn"}Median222IQR1--41--41--4Range0--120--120--12Day 0--391 (72.2)59 (72.8)32 (71.1)Day 4--727 (22.4)17 (21)10 (22.2)Day ≥88 (6.3)5 (6.2)3 (6.7)Clinical features[a](#tblfn0005){ref-type="table-fn"}Cough94 (74.6)63 (77.8)31 (68.9)Fever77 (61.1)57 (70.4)20 (44.4)Ct valueMedian17.7IQR14.2--25.1Mean20[^1][^2]

The overall sensitivity and specificity of the evaluated RDT were 93.9% (95% CI 86.5--97.4%) and 100% (95% CI 92.1--100%), respectively ([Table 2](#tbl0010){ref-type="table"} ). The diagnostic accuracy was 96.1%, with a Kappa coefficient of 0.9. Sensitivity was significantly reduced in the subgroup of samples with Ct values \>25.1, which represented the fourth quartile of Ct values in this population, indicating lower viral loads. No significant difference within other subgroups ([Table 2](#tbl0010){ref-type="table"}) was identified. All false-negative results (*n* = 5) corresponded to samples with RT-PCR Ct values \>26 ([Table 3](#tbl0015){ref-type="table"} ). Ct values of true-positives and false-negatives and their relation to the duration of symptoms are shown in [Fig. 1](#fig0005){ref-type="fig"} . A subgroup analysis of Ct values revealed that samples from female patients had higher Ct values and a steeper positive trend line slope over time of infection compared to those from male patients ([Fig. 2](#fig0010){ref-type="fig"} ).Table 2Sensitivity and specificity of the antigen detection test in the total sample and in different subgroups of samplesTable 2Antigen detection testPositiveNegativeSensitivitySpecificitySamplesRT-PCR*nnn*%95% CI%AllPositive8277593.986.5--97.4100%Negative45045SexMalePositive4443197.788.2--99.6100%Negative24024FemalePositive3834489.575.9--95.8100%Negative21021Days post symptom onset0--7Positive7672494.787.2--97.9100%Negative420428--12Positive54180.037.6--96.4100%Negative303Ct valuesQuartile 1--3Positive5252010089.8--100Quartile 4Positive1813572.249.1--87.5[^3]Table 3Characteristics of RDT false-negative samplesTable 3NumberSexAge (years)Days of symptomsFeverCoughRT-PCRCtRDT4Male11++Positive34.7Negative6Female5112++Positive34.8Negative35Female411++Positive26.6Negative79Female321−+Positive27.2Negative117Female735−+Positive27.9Negative[^4]Fig. 1Cycle threshold (Ct) values and lineal trend line of 70 RT-PCR-positive samples taken on different days after symptom onset. Dot colours represent false-negative (red) and true-positive (blue) results by antigen detection test.Fig. 1Fig. 2Cycle threshold (Ct) values and lineal trend lines for 33 samples from female patients (red) and 37 from male patients (blue) taken on different days after symptom onset.Fig. 2

Discussion {#sec0020}
==========

The novel SARS-CoV-2 antigen test kit from Bioeasy is among the growing number of diagnostic assays available for COVID-19 with CE marking ([@bib0040]), which is based on self-reporting of the manufacturer and can be misused. The challenge of this procedure in light of the rapidly evolving COVID-19 pandemic has recently been addressed by the European Commission (European [@bib0035]).

The test has a cassette format with an external reader and is approved to be used with oropharyngeal swabs, nasopharyngeal swabs, and sputum. In our experience, the system was easy to use and gave a qualitative result for an individual sample in approximately 15 minutes. Depending on the reading mode, the analyser permits a throughput of approximately 5 (standard mode with incubation within the device) to \>50 (rapid mode with incubation outside the device) samples per hour. This significant throughput is encouraging given the large number of samples processed in many COVID-19 testing points and the potential use of RDTs as a large-scale decentralized screening tool, e.g. in resource-poor settings. However, the inherent biological hazard requires the handling of specimens in a biosafety cabinet ([@bib0075]), hence slowing down the process and reducing the sample number per hour. This problem could be overcome by the use of extraction buffers or solutions with inactivating capacities.

Within our panel of clinical samples, the novel assay proved to be highly sensitive and specific. Interestingly, a similarly high sensitivity (94%) was reported for the detection of nucleocapsid antigen in early infections with SARS-CoV in a study from 2004 ([@bib0010]). The sensitivity in the present study (93.9%) was higher than that reported by the manufacturer in the package insert for nasopharyngeal swabs (85.5%) and more than three times higher than the accuracy values reported in the grey literature for a related test with visual read-out. A preprint report from China with participation of the manufacturer found an overall sensitivity of 68% in 208 RT-PCR-positive nasopharyngeal swabs from patients in Hubei Province, China ([@bib0025]). However, when analysing the subgroup of samples with Ct values ≤30, the sensitivity of the assay increased to 98%. In the present study, a reduction of the sensitivity to 72% was also observed in samples with higher Ct values.

First information on the dynamics of SARS-CoV-2 demonstrated that viral replication in the pharynx is highest during the first days of clinical disease and declines afterwards ([@bib0080], [@bib0085] Zou et al., 2020). This phenomenon was also observed in the analyses of our Ct values ([Fig. 1](#fig0005){ref-type="fig"}). Interestingly, the decline in viral load seemed more pronounced in female patients ([Fig. 2](#fig0010){ref-type="fig"}). Accordingly, antigen tests from upper respiratory swabs should be more sensitive in the initial phase of symptomatic infection. Although we could not prove this effect in our study, it is important to highlight that the vast majority of the study samples corresponded to subjects in the early stages of infection (median duration of symptoms 2 days) and patients consulting in the late stage of COVID-19 were largely underrepresented. Furthermore, several samples from the early stage of infection with a low virus concentration were detected. This might be explained by variations associated with the sampling technique or by inaccurate data collection regarding symptom onset. However, the higher overall sensitivity in the present study when compared to the analysis from China is most probably related to the fact that the majority of samples (93.7%) were from patients during their first week of clinical disease. The high sensitivity of SARS-CoV-2 antigen detection in early infection might be a crucial finding for the design of new RDT-based algorithms, which are particularly important in weaker health systems and low-resource settings, where other high burden diseases, like malaria, also need to be considered.

The positive and negative predictive values (PPV and NPV) of the assay were not calculated for the study population. However, a test with a sensitivity of 93.9% and specificity of 100% would have a PPV and NPV of 100% and 99.4%, respectively, if applied for a population with a prevalence of 9%, as observed in our institution during the study period.

The data presented here are critical, not only to support local decision-making, but also for global agencies and governments worldwide in the procurement of simpler, scalable diagnostic tests as an answer to the global call for 'test, test, test' (Tedros Adhanom Ghebreyesus, Director General, World Health Organization, March 16, 2020).

This study has some limitations, namely the use of a sample type not specifically permitted in the instructions for use. The advantage of this adapted sample use was that it allowed the comparison of RT-PCR and RDT from the same material, without possible distribution errors from using separate swabs. The UTM volume of 3 ml could have led to a dilution of the antigen and reduction of sensitivity (the assay manufacturer recommends using a single swab and eluting it in 0.5 ml of buffer solution). Another limitation was the retrospective use of clinical data, which were collected under stressful routine work conditions within the ongoing outbreak. Finally, it is important to note that this evaluation was performed during a period of time (late summer in Chile) with a low circulation of other frequent respiratory viruses; therefore the performance of the antigen-based RDT might change in different epidemiological conditions.

In conclusion, the antigen-based immunofluorescence RDT evaluated here showed a high sensitivity and specificity in respiratory samples obtained from patients who mainly presented during the first week of COVID-19. The assay was easy to use and provided results in a timely manner. Hence, it has the potential to become an important tool for the early diagnosis of SARS-CoV-2, particularly in situations with limited access to molecular methods.
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[^1]: IQR, interquartile range; Ct, cycle threshold of RT-PCR.

[^2]: At time of sampling.

[^3]: CI, confidence interval; Ct, cycle threshold of RT-PCR.

[^4]: +, present; −, not present; Ct, cycle threshold; RDT, rapid diagnostic test.
